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Abstract
Highlycohesivesiliconegelimplantsareadvertisedforaestheticandsafetyadvantages.Ourcaseisthefourth
reportdescribingearlyimplantruptureandcontralateralmigrationofsiliconoma.Despitethegreaterdegree
of gel cohesiveness, a continued vigilance for signs and symptoms of migration is highly recommended.
Introduction
The introduction of highly cohesive silicone gel implants
(HCGI) advertised favorable aesthetic and safety advan-
tages over standard cohesive gel implants. These included
greater durability of overall shape particularly with regards
to the upper-pole volume and a reduction in incidence of
outer shell folding. The safety profile also improved with
the greater degree of gel viscosity by limiting migration
and loco-regional spread of silicone gel after compromise
of the implant shell. Since the introduction of HCGI in
1993 there have only been 3 published case reports of
regional spread and axillary lymph node involvement after
capsular rupture of an HCGI [1, 2, 3].
Case presentation
An European Caucasian 59-year-old patient had delayed
reconstruction with a latissimus dorsi flap and McGhan
410 highly cohesive silicone implant after a modified
radical mastectomy of the left breast. Prior to
reconstruction, the patient was treated for multifocal
invasive ductal carcinoma with adjuvant chemotherapy
and radiation to the chest. During reconstruction, symme-
trization of the right side was achieved by performing a
superior pedicle mammoplasty and insertion of a Poly
Implant Prosthesis (PIP) gel implant. After 2 years of
routine follow-up, the patient experienced rapid enlarge-
ment of her reconstructed left breast (Figure 1). Findings
were suspicious for implant rupture and seroma forma-
tion, however; a palpable mass of the augmented right
breast was also noted on examination as well as right
axillary lymphadenopathy. Biopsy was performed on both
the right breast mass palpable axillary node to rule out
malignancy. The biopsy demonstrated findings consistent
with siliconoma. Axillary dissection revealed 3 large
rubbery nodes, the greatest measuring approximately
2cm in diameter. A capsular mass was identified on the
right side and the implant shell appeared to be intact.
Examination of the left breast demonstrated seroma and
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into the upper pole (Figure 2). The left and right implants
were removed and both replaced with PIP standard profile
silicone implants. Final pathology was consistent with
siliconoma for both the enlarged lymph nodes and right
breast mass.
Discussion
Silicone gel entering the lymphatics, either through overt
implant rupture or slow leakage across the intact outer
shell, can result in regional migration to the draining
lymph node basins [1, 2]. Axillary lymphadenopathy in
any patient with a history of breast cancer should raise
concern for recurrence and prompt aggressive evaluation
to avoid delays in diagnosis. Migration of silicone is not
always limited to the corresponding axillary lymph nodes
and spread to the internal mammary and inguinal nodes
as well as the abdominal wall and lower back have all been
reported in the literature [1, 2, 3, 4]. Our report is the first
to describe a silicone granuloma within the capsule of the
contralateral breast and axillary lymph nodes.
With the introduction of highly cohesive silicone gel
matrix implants in the 1990’s the risk of local-regional
spread after rupture was thought to have been amelio-
rated. The early experience with highly cohesive implants
resulted in low complication rates without evidence for
silicone migration [1].
The 3 year results of the highly cohesive silicone breast
implant core study reported a less than 1% device rupture
rate [2]. Magnetic resonance imaging (MRI) was used to
evaluate patients for evidence of rupture in this study. An
additional European series from Sweden found a 0.3%
incidence of rupture based on MRI evaluation, thus
confirming low rupture rates in this type of implant [3].
The causes of implant rupture are varied, but those
commonly reported are compression from closed capsu-
lotomy, mammography or trauma with the actual cause
often unknown [4].
MRI has proven to be sensitive in the detection of implant
rupture. Comparison studies have demonstrated higher
rates of sensitivity using MRI compared to mammography
or ultrasonography when the appropriate breast coil is
utilized [5]. The role of fine needle aspiration for palpable
lesions in the axilla and breast after breast augmentation is
a useful tool in differentiating between cancer recurrence
and silicone granulomas [6].
Conclusion
Early implant failure of HCGI is rare, but despite the
increased gel viscosity the potential for regional migration
remains. This is the fourth case report describing regional
migration. Our case report adds to a growing awareness of
this phenomenon and emphasizes the need for continued
vigilance for signs and symptoms of migration despite the
greater degree of gel cohesiveness.
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Figure 1
Early enlargement of the patient’s left reconstructed breast.
Figure 2
Implant rupture with extrusion of the high cohesive gel into
the upper pole.
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